[Enlargement cystoplasty using ileum following an AMS 800 sphincter].
The implantation of an artificial urinary sphincter can induce modifications of the bladder behaviour: hypertonicity and loss of compliance. The result is either a reappearence of incontinence or a degradation of the renal function. The authors report two cases requiring an enlargement cystoplasty using detubulated small bowel.